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Electron spin takes critical role in almost all novel phenomena discovered in modern condensed 
matter physics (High-temperature superconductivity , Kondo effect, Giant Magnetoresistance, topo¬ 
logical insulator, quantum anomalous Hall effect, etc.). However, the measurements for electron spin 
is of poor quality which blocks the development of material sciences because of the low efficiency 
of spin polarimeter. Here we show an imaging type exchange-scattering spin polarimeter with 5 
orders more efficiency compared with a classical Mott polarimeter. As a demonstration, the fine 
spin structure of electronic states in bismuth (111) is investigated, showing the strong Rashba type 
spin splitting behavior in both bulk and surface states. This improvement pave the way to study 
novel spin related phenomena with unprecedented accuracy. 


Almost all novel phenomena discovered in modern con¬ 
densed matter physics, for example. High-temperature 
superconductivity [l|[l|, Kondo effect, Giant Magnetore¬ 
sistance 0, topological insulator Q, quantum anoma¬ 
lous Hall effect [^, are related with exchange or spin- 
orbital interactions both strongly related with the spin 
of electrons. However, since the original work by Mott, 
the measurement of electron spin remains a challenge. 
The efficiency of spin polarimeters QQBdilISl based 
on spin-orbital interaction (SOI) is about 10“"*, that it 
takes ten thousand times of data acquisition time to ob¬ 
tain a spin-resolved spectrum with the same statistical er¬ 
ror compared with regular photoelectron measurements. 
Recently, very low energy electron diffraction (VLEED) 
type[ll| spin polarimeter has been developed employ¬ 
ing the exchange interaction between incident polarized 
electrons and those in the ferromagnetic targets[l^[l^. 
where the efficiency is greatly improved up to about 10“^, 
being hundred times higher than that based on SOI. 
On the other hand, the state-of-art analyzer for angle- 
resolved photoelectron spectroscopy (ARPES) developed 
by K. Siegbahn group enables the ARPES measurements 
in multi-channel, or image-type mode. With this tech¬ 
nique, the electrons with the same emission angle (i.e. 
the same momentum) are focused by the electron optics 
to a certain positions at the entrance slit and disperse 
along another perpendicular axis when pass the hemi¬ 
spherical energy analyzer (HEA). As a result, the inten¬ 
sity recorded at the exit panel of HEA directly visualizes 


the band structures in a defined energy-momentum (E- 
k) space with more than 10"^ channels being observed 
simultaneously. However, the situation becomes totally 
different in the field of spin-resolved ARPES (SARPES). 
The measurement could be only conducted for one spe¬ 
cific point in the E-k space with certain emission angle 
and kinetic energy at once because of the lack of image 
type spin polarimeter. Even with VLEED-type spin po¬ 
larimeter of improved efficiency, a typical SARPES mea¬ 
surement takes days and provides only a few representa¬ 
tive spectra, sacrificing the detailed spin-polarized infor¬ 
mation with compromised energy resolution. The spin- 
polarized low-energy electron diffraction (SPLEED)Q, 
which is also based on SOI mechanism, has been uti¬ 
lized as spin-filtering mirrors for image type spin mea¬ 
surements and a total of 10^ channels has been demon¬ 
strated In this intelligent design, the elec¬ 

tron optics makes a virtual image behind the scattering 
target and the final image forms on the detector plane 
by specular reflection. To challenge the ultimate limit 
of the SARPES efficiency, multichannel spin polarimeter 
based on exchange interaction is indispensable and which 
cannot be simply achieved by only the change of non¬ 
ferromagnetic scattering target to ferromagnetic one in 
the specular reflection design discussed above because of 
the Stoner excitation [T^ which will change the momen¬ 
tum of electrons and destroy the function of the electron 
optics. To avoid this problem, the formation of real im¬ 
age on ferromagnetic scattering target is necessary. 
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FIG. 1. (a) A schematic view of the multichannel spin polarimeter attached to an energy analyzer, (b) An uncorrected electron 
intensity image on the 2D detector after performing a 6 eV VLEED reflection, the dark lines originates from a mesh set at 
the entrance of the spin polarimeter. (c) and (d) the intensity distribution cut from (b) along angle and energy directions, the 
instrumental FWHMs of the multichannel spin polarimeter are obtained by the method illustrated in (e). 


In this letter, we report the first realization of a mul¬ 
tichannel exchange scattering spin polarimeter, which 
gives 6786 independent channels with average efficiency 
up to 8.5 X 10“^ for each single channel. Such dramatic 
improvement results in about 5 x 10® times more effi¬ 
ciency than a classical Mott polarimeter. The ultrahigh 
efficiency enables the observation of the detailed spin- 
polarized electronic structures demonstrated by the mea¬ 
surements on bismuth (111) with unprecedentedly high 
resolution, where the detailed momentum dependence of 
the spin splitting magnitude is quantitatively provided, 
showing a strong Rashba type splitting behavior in the 
surface scattered bulk states as well as the surface band. 

The Sherman function Seff that defined as the ratio 
between observed scattering asymmetry and the intrin¬ 
sic spin-polarization of incident electrons, significantly ef¬ 
fects the efficiency of spin polarimeter, or figure of merit 
(FOM), which is ^ x where / and /q are the in¬ 
tensity of scattered and incident electrons, respectively. 
In order to maximize the efficiency of spin measurements 
using oxygen passivated iron film as the exchange scat¬ 
tering target, the trajectory of the incident electron has 
to be normal to the target surface [ 13 . The key idea 
of realizing a multi-channel VLEED (MCVLEED) type 
spin polarimeter is to use a homogeneous magnetic field 


as a beam deflector, which can separate the incident and 
reflected electrons. Figure[T](a) shows a schematic view of 
the MCVLEED spin polarimeter. After passing through 
the VG Scienta R3000 HEA, electrons are separated by 
their energies and take off angles and form a 2D im¬ 
age of band dispersion on the exit plane. Electron lens 
system has been carefully designed to transfer the elec¬ 
tron beam image from the exit plane to the ferromag¬ 
netic Ee(OOl) — P(1 X 1) — O target and from the tar¬ 
get to the two dimensional electron detector composed 
of two microchannel plates (MCP) and a fluorescence 
screen. Here, the time reversal anti-symmetry of mag¬ 
netic field plays the key role: First, the electron beam 
turns 180 degrees and enters the VLEED spin detec¬ 
tion system, ensuring a normal incident reflection; Then 
the reflected electrons re-enter the magnetic field and 
turns another 180 degrees again, being separated from 
the incident electron beam and turned to the opposite 
direction. The analysis shows that the Larmor preces¬ 
sion of electron spin in the magnetic field does not af¬ 
fect the measurements 27|. Ray tracing results of the 
electron optics using SIMION program [l^ give more 
than 100 distinguishable channels for both energy and 
angular directions, which means in principle 10^ data 
points can be acquired simultaneously when performing 
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FIG. 2. (a) The spin integrated {Itotai = {1+ + 1-)/‘2) band dispersion along M — V — M direction of Bi(lll) surface obtained 
by the multichannel spin polarimeter. (b) The scattering asymmetry obtained from two spectrums taken under opposite target 
magnetization A = (7+ — /_)/(/+ + 7_). (c) and (d) A schematic view of the crystal structure and surface Brillioun zone of 
Bi(lll). (e) and (f) The spin polarization and intensity EDC of marked area in Figure2(a), the corresponding wave vector 
is it'll = 0.1A~^. The strongest peak of spin polarization at Binding energy 0.8 eV is used to calibrate the effective Sherman 
function of the spin polarimeter. (g), (h), (i) The spin integrated and resolved spectrum of Rashba state near Fermi surface, 
corresponding to the upper marked area in figure 2(a). Spin up and down spectrum is obtained from = (1 ± P)Itotai/‘2- 
Bands with opposite spin separate along TiF, showing the reflection symmetry due to TRI. 


the VLEED measurements 0- Another advantage of 
this design is that the switching between spin-resolved 
and spin-integrated modes becomes quite simple by de¬ 
creasing the magnetic field to a half value , in which the 
electron beam will turn 180 degrees with two times larger 
radius and directly collected by the 2D electron detector 
with even higher spatial resolution. 


achieve at least 78 x 87 = 6786 distinguishable channels. 
Here, the number of distinguishable channels is mainly 
limited by the electron optical aberrations. Because of 
the aberration of dipole magnetic deflector, the square 
object region transfers into a trapezoid form. Neverthe¬ 
less, the distortion does not affect resolutions and can be 
corrected during post processing. 


In order to examine the spatial resolution of the elec¬ 
tron optics, which is the key factor to determine the num¬ 
ber of distinguishable channels, a mesh is set at the exit 
plane of HE A. The width of the mesh strips is 0.2 mm 
and the distance between strips is 1 mm. The size of the 
imaging region is 20 mmx20 mm, corresponding to an 
acceptance angle of 20 degree and an energy window of 
375 meV. Figure [Ijb) shows the electron intensity im¬ 
age recorded by the 2D detector after a practical 6 eV 
VLEED reflection with the entrance slit of HEA been il¬ 
luminated by a hot cathode electron gun. Angular and 
energy distribution curves are extracted to determine the 
spatial resolution and number of distinguishable chan¬ 
nels, as shown in Figure (He) and (d). The spatial res¬ 
olution, i.e., FWHM can be estimated from the broad¬ 
ening of peak edges. FWHM should be smaller than the 
width in which the edge height changes from 12% to 88% 
(Figure [Tfe)). In angular (energy) direction, an average 
FWHM of 0.255 degree (4.31 meV) gives 78 (87) distin¬ 
guishable channels. This result shows the possibility to 


To demonstrate the ultra-high efficiency and quanti¬ 
tatively determine the performance of MCVLEED, we 
performed the SARPES measurements on single crystal 
Bi(lll) thin film [^, which is reported to show complex 
spin-polarized electronic structures |2l|. Previous studies 
have confirmed a Rashba type spin splitting band exist¬ 
ing on its surface, which is induced by a broken s pac e in¬ 
version symmetry as well as a strong SOI 211 ^ 231 241. 
Fe(OOl) — P(1 X 1) — O target is prepared following ref. 
0 in a ultra-high vacuum (UHV) environment. The 
quality of the single crystal target is checked by low en¬ 
ergy electron diffraction (LEED). High quality Bi(lll) 
thin film is grown at room temperature on a S'* (111)7x7 
substrate cleaned in situ by resistive heat treatments (2^. 
FigurelUa) shows the band dispersion of Bi(lll) surface 
along M — T — M direction excited by a He la emission 
line {hv = 21.2eV) at T = 80 K and Figure [2l)b) shows 
the corresponding asymmetry in the same E-k region. 
The spin polarization is then determined as P = A/Seff, 
where A is the asymmetry shown in Figure HKb). Two 
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FIG. 3. (a) and (b) The spin down and up band dispersion 
of both surface Rashba state and bulk states, (c) The fitting 
Lorentzian peak positions in k space of three bands marked 
in Figures (a) and (b), spin up and down band dispersions 
are put together. The uncertainty of the peak position are 
illustrated by error bar resulting from energy resolution, (d) 
The momentum dependent spin splitting magnitude (spm) 
obtained from (c), Espm{n, k) = E^(n, k) — Ei{n, k). 


sets of typical Rashba-type spin-splitting bands, located 
near Fermi energy and binding energy (it’s) around 0.5 - 
0.8 eV, have been clearly resolved in Figure [^b), which 
are originated from the surface states and bulk contin¬ 
uum states, respectivelyji^lill. Spin resolved energy 
distribution curves (EDC) and momentum distribution 
curves (MDC) can be extracted from the 2D spectra with 
fixed or energy. In order to obtain Seff, the asym¬ 
metry at RTii = 0 .lA“^ as a function of binding energy 
was extracted (Figu re pT e)) and compared with the re¬ 
ported polarization [2^, where the peak at Eb = O-SeV 
is chosen to perform calibration. For a typical measure¬ 
ment with an energy window of 375meV, the optimal 
center scattering energy is found to be 5.8 eV 27|, which 
gives an average < Seff >= 0.225 and the corresponding 
< FOM >= 8.5 X 10“^. Combining with the number of 
distinguishable channels, we derive the ’’two-dimensional 
figure of merit” 141 FOM 2 D = Nx < FOM >= 57.6, 
which is about 5 x 10® times more efficient than a classi¬ 
cal Mott type single channel spin polarimeter. 

Such high efficiency results in significantly shortened 
acquisition time (5h for a spin resolved ARPES measure¬ 
ment as shown in Eigure^Ka) and (b)). And more impor¬ 


tantly, the spin resolved band dispersion in the momen¬ 
tum space can be obtained with unprecedentedly high 
resolution, which provides the possibility of investigat¬ 
ing the fine spin structure of electronic states in a wide 
momentum range. In spin integrated spectrum, one can 
easily see the Rashba spin splitting band near the Fermi 
surface, showing the petal like electron and hole pock¬ 
ets at binding energy Eb = BOmeV (Figure (Ug)). Spin 
resolved band dispersion can be obtained with the for¬ 
mula Iff = (1 ± P)Itotai/‘2, as shown in Figure [2Kh) 
and (i). Remarkably, the surface Rashba bands can be 
clearly resolved as the combination of one parabolic sur¬ 
face state and its Kramers counterpart. The reflection 
symmetry of two spectra with opposite spin originates 
from TRI of spin-orbital interaction. Figure [3Kb) ((c)) 
shows the spin down (up) distribution of both bulk and 
surface electronic states. The double band structure ” 7 ” 
at Eb = 0.7eE is separated into two single bands with 
opposite spin. By fitting the spin up and down EDCs 
with Lorentzian peaks, the spin resolved band dispersion 
can be obtained quantitatively. Figure 3(d) shows the fit¬ 
ting peak positions of three bands marked in Figure |3Kb) 
and (c), one can easily see the difference between bands 
with opposite spin. Energy difference between spin-up 
and spin-down peak positions gives the momentum de¬ 
pendent spin splitting magnitude in k space, as shown in 
Figure 3(d). For surface Rashba band denoted as ”a”, 
the parabolic band dispersion shift toward ±fc direction, 
showing a typical ” Rashba type” linear spin splitting be¬ 
havior around f point 

Er = Fan X k 

The spin orbital coupling constant an (Rashba pa¬ 
rameter) is determined to be 0.54 eVA by linear fitting 
the splitting magnitude, which is consistent with previ¬ 
ous reports [ 2 ^. On the other hand, the polarized bulk 
states, denoted as ”/3” and ” 7 ” show more complicated 
spin splitting behavior. Although the spin splitting is 
still antisymmetric about gamma bar point, the split¬ 
ting magnitnde deviated from linearity, where the split¬ 
ting magnitude increase with ATn around the F point and 
then decrease eventually to zero. Interestingly, the sur¬ 
face scattered bulk state ” 7 ” [ 21 | shows even stronger 
spin splitting, and the splitting magnitude reaches its 
maximum at = 0.10A“^ as large as 160 meV. The 
coupling constant is determined to be 1.69 in the linear 
region, which is about 3 times that of the surface Rashba 
band. 

We would like to emphasize that the acquiring time of 
above SARPES data is almost comparable with conven¬ 
tional ARPES measurement. The realization of multi¬ 
channel spin-polarimeter based on exchange scattering 
mechanism enables the quantitative data analysis on the 
details of spin-polarized electronic states, which have 
been widely applied to spin-integrated ones by conven¬ 
tional ARPES. This technique will significantly benefit 
the understanding of the mechanism of novel quantum 





















5 


materials with strong spin-orbital-coupling, such as the 
2D and 3D topological insulators, Weyl semi- metal [^ . 
Moreover, the MCVLEED spin-polarimeter is completely 
compatible with other state-of-art imaging type electron 
spectrometers like nanoAPRES and trARPES, which will 
enable the studies on spin-polarized electronic states of 
nano-structures and their dynamics. 
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